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Typical calibration curve used for the quantitation of VX 

 

 

 

y = 32.714x - 54.329

R² = 0.9992
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Typical calibration curve used for the quantitation of GB 

 

 

 

 

y = 0.046x + 0.3416

R² = 0.9949

0

10

20

30

40

50

60

0 200 400 600 800 1000 1200

A
v
g
. 
A
re
a

[GB], ng/mL

(GB) 


